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Overview 1

• Draft CLIA Waiver Guidances

• CLIA Waiver Decision Summary Pilot

• Sysmex XW-100 CLIA Waiver

• Laboratory Interoperability Updates
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FDA Issued Two CLIA Waiver Draft Guidances on 
November 29, 2017

• Download drafts from Recent CDRH Draft Guidance
• For more info, please see the Webinar held on January 8th, 2018
• The comment period for both was extended for 60 additional 

days to March 30th, 2018

https://www.fda.gov/medicaldevices/deviceregulationandguidance/guidancedocuments/ucm418408.htm
https://www.fda.gov/MedicalDevices/NewsEvents/WorkshopsConferences/ucm586836.htm
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FDA is Actively Engaging with Stakeholders 
for Feedback on the Draft Guidances

• This feedback will be incorporated so the final 

guidances

– Are clearer about how to use agreement studies for CW

– Promote increased availability of point of care tests

– Are least burdensome
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Overview 2

• Draft CLIA Waiver Guidances

• CLIA Waiver Decision Summary Pilot

• Sysmex XW-100 CLIA Waiver

• Laboratory Interoperability Updates
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The CLIA Waiver Decision Summary Pilot Has 
Increased Transparency 

CDRH Transparency: CLIA Waiver Decision Summaries

https://www.fda.gov/AboutFDA/CentersOffices/OfficeofMedicalProductsandTobacco/CDRH/CDRHTransparency/ucm578178.htm
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Overview 3

• Draft CLIA Waiver Guidances

• CLIA Waiver Decision Summary Pilot

• Sysmex XW-100 CLIA Waiver

• Laboratory Interoperability Updates
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FDA is Working with Device Manufacturers to 
Bring New Tests to Waived Settings

• Sysmex XW-100 Automated 
Hematology Analyzer: 

– 1st CLIA waived complete blood count 
(CBC) analyzer

– Reports 12 hematology parameters 
including 3-part WBC differential

– Cleared and CLIA waived through the 
Dual Submission pathway

– For more info, see the K172604 and 
CW170012 Decision Summaries

http://pages.sysmex.com/XW-100_Waived_CBC_landing.html

https://www.accessdata.fda.gov/cdrh_docs/reviews/K172604.pdf
https://www.fda.gov/downloads/AboutFDA/CentersOffices/OfficeofMedicalProductsandTobacco/CDRH/CDRHTransparency/UCM597714.pdf
http://pages.sysmex.com/XW-100_Waived_CBC_landing.html
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2008/2009 Advisory Panel Concerns 
Were Systematically Mitigated

Selected Examples: 

Panel Concern w/
HemoCue WBC System

Sysmex XW-100 Mitigation

Affected by interferences 
such as Nucleated Red 
Blood Cells (NRBCs) so that 
erroneous results may be 
produced

Comprehensive sample challenge data 
demonstrated the XW-100 appropriately 
suppressed results and the presence of potentially 
interfering substances did not result in the 
reporting of erroneous results

No external control 
provided

External control provided and must be run every 8 
hrs and pass or lockout activated
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IFU and Software Modifications 
Support Waived Use

• Waived XW-100 Indications for Use includes limitations:
“Not for use in diagnosing or monitoring patients with primary or secondary 
chronic hematologic diseases/disorders, oncology patients, critically ill 
patients, or children under the age of 2”

• Software modifications include decreased number of reported 
parameters & simplified flagging

• Reports:

– WBC, RBC, HGB, HCT, MCV, PLT, LYM%, Other WBC%, NEUT%, LYM#, 
Other WBC#, NEUT#

• To mitigate possibility of error, does not report:
– MCH, MCHC, RDW-SD, RDW-CV, and MPV
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The XW-100 Met the 2008 CLIA Waiver 
Guidance Criteria for a Simple Test

Selected Examples: 
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Fail-Safe Features Mitigate Risks of 
Erroneous Results

For example, XW-100 system software enforces: 

• Use of reagents and quality control material within expiration dating

• Use of quality control material within open container stability limits

• Quality control within range every 8 hours

• Quality control with a new lot of reagents

• Patient testing lock-out if quality control out of range

• No testing of patients less than two years of age based on DOB entry

• Weekly cleaning of the instrument with XW CELLCLEAN

• Suppression of test results when sample is compromised (lipemia, 
hemolysis, etc.)



13

Flex Studies Demonstrated Test System 
Robustness 

Selected Examples:

• Inappropriate Sample Storage

• Inadequate Sample Mixing

• Reagent Freeze/Thaw

• Tube Types and Sample Volumes

• Mismatching of Diluent and Waste Container Caps

• Environmental Variation (e.g., tilting, vibration, temperature)
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The Clinical Study Demonstrated Accuracy
at CLIA Waived Sites

• CLIA WBC PT requirement is ± 15%

• XW-100 WBC ATE = ± 10% 
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Overview 4

• Draft CLIA Waiver Guidances

• CLIA Waiver Decision Summary Pilot

• Sysmex XW-100 CLIA Waiver

• Laboratory Interoperability Updates
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Unlocking Electronic Health Data

RWD ≠ ‘bad/sketchy’ data
RWE ≠ less evidence

‘Fit for Purpose’
Data must be complete, consistent, 

accurate, and contain all critical data 
elements needed to evaluate a 
medical device and its claims. 

KEY: Coordination/Harmonization (Interoperability)
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SHIELD

Systemic Harmonization and Interoperability Enhancement for Lab Data

SHIELD supports efforts to harmonize and harness in vitro 
diagnostic (IVD) data sources to:

• support regulatory decisions and sponsor actions throughout the 
Total Product Life Cycle (TPLC), 

• reduce burdens to the healthcare ecosystem and 

• promote development of innovative solutions to public health 
challenges.

SHIELD Stakeholders:

FDA (CDRH, CDER, CBER), CDC, NIH, ONC, CMS, IVD Manufacturers, EHR Vendors, 
Laboratories, Standards Developers, Academia



18

Improved Messaging Quality
Systemic Harmonization and Interoperability Enhancement for Lab Data
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SHIELD MEETING
FDA, White Oak – May 30-31, 2018

Objective: Address practical limitations of IVD implementation, focusing on adoption of 
answer lists for qualitative/semi-quantitative tests & discrete units for quantitative test 

values. 
Representatives: Industry, Labs, EHS/LIS Vendors, CDC, FDA, NIH, ONC, CMS, Standards

Get involved. Contact: Michael.Waters@fda.hhs.gov

mailto:Michael.Waters@fda.hhs.gov
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Thank you

CLIA@fda.hhs.gov

Peter.Tobin@fda.hhs.gov

mailto:CLIA@fda.hhs.gov
mailto:Peter.Tobin@fda.hhs.gov


End of Presentation


